Broken Delta interference screw after ACL reconstruction: a report of two cases.
We report two cases of an intra-articular dislocation of the proximal part of a broken biodegradable interference screw (Delta screw) used for tibial fixation of a semitendinosis gracilis graft in an unstable knee.